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A Biologic Model for Assessment of

Osseous Strain Patterns and Plating
Systems in the Human Maxilla
L. Russell Alberts, PhD, * Kenneth 0. Phillips, DMD, MD7f
Harold K. Tu, DMD, MD,# Warren W; Stinson, PhD,$
and Andrew Friedman, MDll
Purpose: This study was conducted to examine a biomechanical model and to help answer fimdamental questions that relate to rigid plate fixation in the maxilla. Specifically, we sought to elucidate the
principal strain patterns generated in the maxilla secondary to masticatory forces as well as the amount
of permanent deformational changes incurred due to these loading forces.
Materials and Methods: Cadaveric heads with the mandible removed were defleshed and placed in
a 2-part testing rig to hold and position the skull for testing in a standard material testing system. Rosette
strain gages were attached at predefined points on the skull, and an Instron machine was used to load
the skull through the loading port on the tray. A Le Fort I osteotomy was then performed on the skull,
and a Walter Lorenz Ultra-Micro plating system was applied by a surgeon to reconnect the upper jaw. A
2-mm gap was left at the line of the osteotomy, and a transducer was attached to measure closure of the
gap. Again the skull was loaded with the Instron (Canton, MA) machine.
Results: The results indicate a linear relationship exists with both maximum (tensile) and minimum (compres
sive) strainpatterns relative to incremental load placement on the intact maxilla. The strainpatterns after the Le Fort
I osteotomy and plating were different and less linear. The differential variable reluctance transducer data showed
a low rate of closure or transient increase in the gap at low loads (0to 15 kilopond [kp] range) and a steeper slope
of closure during high loads (15 to 60 kp range). It is also evident that axial loading forces cause permanent
deformation and failure of osseous plating systems predominantly through bending.
Conclusions: This model provides a foundation of knowledge regarding biomechanical strains in the
maxilla subjected to static compressive loads in the force range of mastication. In addition, it serves as
a comparative reference to assess rigidity of various craniofacial plating systems and to validate proposed
standardized synthetic models. With the advent of increasingly precise surgery and new plating systems,
this model can be used to help guide placement and design of plating systems; thereby allowing for ideal
stabilization and optimizing surgical outcome.
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The use of rigid plate fixation devices has become common in maxillofacial surgery in the United States to treat
trauma and congenital defects. Although numerous
studies illustrate the osseous strain patterns encountered in the mandible,'-3 remarkably little has been p u b
lished regarding the maxilla. Despite this, plating of the
maxilla has occurred with good success using various
plating systems. However, due to the ever-increasing
precision of surgical movements, questions have arisen
regarding stability, ideal placement, and n~unberand
Size of plates necessary for
in the
This study was brought forth to
a
model that can be used to answer some of those questions. Specifically, we sought to elucidate the principal
strain patterns generated in the maxilla secondary to
masticatory forces as well as the amount of permanent
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deformational changes incurred due to these compressive loading forces.
A solid understanding of changes in the biomechanics of the maxilla is necessary to adequately evaluate
new titanium craniofacial plating systems as well as
systems that use resorbable polymers, such as poly(~)lactide (PLLA) and polyglycolic acids (PGA).4 Ideally,
such resorbable plates should be able to maintain the
stability of the maxilla during healing and then be
completely resorbed with no inflammatory reaction.
Early experiments with these resorbable materials
show that there frequently are adverse reactions during the resorption stage.5-7To characterize the biomechanical aspect of resorbable and titanium plating
systems, a better understanding of the maxilla biomechanics in both intact and plated situations is necessary.
We will 1) describe a model that can be used to
investigate the biomechanics of various craniofacial
plates in cadaveric heads and 2) investigate the strain
pattern at predetermined sites in the maxillae under
static loads similar in magnitude to those that occur
during mastication in several embalmed heads. This
model, although not necessarily duplicating mastication nor characterizing the strain distribution
throughout the entire cranium, is a first-order study of
the strain distribution in the intact and plated maxilla.

Materials and Methods
SPECIMENS
We report on a series of trials performed on embalmed, defleshed human cadaveric skulls from the
Anatomy Department at the University of Nebraska
Medical Center (Omaha, NE). Initial work was performed on 2 skulls to assess the testing rig and strain
gauge application techniques. This report deals with
the preosteotomy results and analysis of 4 skulls
(skulls 3 through 6) from subjects ranging in age from
63 to 87 years (3 men and 1 woman). Due to accidental damage that occurred to skull 6 (female), postosteotomy results are reported on skulls 3 through 5.
SKULL PREPARATION

Embalmed cadaveric skulls were manually debrided
of all soft tissue with a scalpel in preparation of
reference markings. Until the tests were performed,
the skulls were kept moist in refrigerated physiologic
saline solution to prevent further change to their
viscoelastic proper tie^.^ Standardized reference
points were established to allow exact positional
placement of strain gauges from skull to skull. Similar
reference markings were used for the differential variable reluctance transducer (DVRT).

FIGURE 1. Bony landmarks on human skull used to establish Le Fort
I osteotomy line and lacement of strain gauges. The following steps
were used to establis/: the landmarks: 1 ) Establish point S at intersection of lines tangent to the vertical and horizontal aspects of piriform
rim. 2) Establish point E 1 cm superior at pterygomaxillary fissure. 3)
Draw osteotomy line from point S to point E, and along this line
establish (3.1) point A 5 mm distal to point S, (3.2)point C at one-half
the distance between A and E, (3.3) point B at one-half the distance
between A and C, and (3.4)point D at one-half the distance between
C and E. 4) Establish the strain gage line 5 mm superior and parallel
to the osteotomy line. 5) Place strain gauges at points A' (piriform rim
region), B', C' (zygomatic buttress region),or D' (posterior zygomatic
buttress region).

STRAIN GAUGES AND INSTRUMENTATION
This study involved the use of stacked rosette strain
gauges (No. WA-06-030WY-120; MicroMeasurements
Inc, Raleigh, NC) to record osseous stress patterns.
The strain gauges are attached via an epoxy resin and
sealed with Silastic silicone rubber.9 Strain gauges
were originally standardized to 4 points (A', B', C',
D'; Fig 1) on each maxillary bone, in the region of the
posterior zygoma, zygomatic buttress, mid-maxilla,
and piriform rim. However, it was determined that
strain gauge readings from point B' (mid-maxilla)
were at times unattainable secondary to proximity of
the lead wires from strain gauges A' and C'. It was
therefore decided to maintain only 3 standardized
points at A', C', and D' to ensure accurate recordings.
Thus, 3 strain gauges were placed on each half of the
maxilla for a total of 6.
Standardized placement of strain gauges is accomplished according to bony landmarks on the skull (Fig
1). The first point established is point S. This is determined by dropping a vertical line parallel to the most
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FIGURE 2. Photogra h of cadaveric skull completely prepared to test
after the osteotomy T R skull is held in the rectangular halo retainer,
with the fixation tray and loading post attached. Strain gauges and the
DVRT have been attached to the maxilla.

lateral aspect of the piriform rim and a horizontal line
parallel to the inferior aspect at the piriform rim; the
intersection of these 2 lines corresponds to point S.
Point E is then determined 1 cm superior to the
junction of the pterygomaxillary fissure. A line is
drawn connecting point E to point S. This line corresponds to our osteotomy line. Point A is established 5
mm distal to point S. Point C is one half the distance
between point A and point E, along that line. Similarly, point B is established as one half the distance
between point A and point C. Last, point D is established as one half the distance between point C and
point E. Strain gauges are placed 5 mm superior and
parallel to the corresponding point A, B, C, or D. The
placement of the strain gauge A' corresponds to the
piriform rim region, B' to the mid-maxilla, C' to the
zygomatic buttress region, and D' to the posterior
zygomatic buttress region.

TESTING RIG
A 2-part testing rig (Fig 2) was designed to hold and
position the skull for testing in a standard Instron
Corporation (Canton, MA) testing machine. One part
of the assembly is a frame attached to a rectangular
"halo," and the other part is a custom tray with a
perpendicular loading port extending from it. The
compressive phase used a ball-bearing fixture to allow
self-aligning and ensure transmission of a symmetrically centered vector force.
The rectangular halo is affixed to the skull via transcranial steel pins contained in a rigid stainless steel
fixation frame. During compression testing, the fixation frame for the skull is bolted to an adaptor that
threads into the testing machine. Placement of the
transcranial steel bolts is standardized parallel to the
maxillary arch for reference. During the test, the skull
is held in the frame upside down with the mandible
removed.

The point of load application on the skull is over
the hard palate. This location is chosen to avoid problems that would occur with direct application of
forces to the teeth. The teeth pose problems because
they vary considerably in both the number of remaining teeth and mobility from individual to individual in
the postmortem skull.
The loads to the hard palate are transmitted
through a size-selected maxillary fixation tray (Fig 2)
affixed to the hard palate with bone screws and
acrylic resin. The tray covers the teeth, and acrylic is
used as a filler material so that the load is transmitted
to the maxillary arch and hard palate in a uniform
manner. Care was taken to ensure the PMMA hardened with the top surface of the post of the fixation
tray parallel to line SE on the skull with a bubble
chamber used to level the fixation tray and the frame.
After the maxillary fixation tray is attached to the
palate, it is connected to the Instron delivery post that
is used to transmit the load. The post used for the
compression test is a short solid rod with a center
invagination allowing placement of a single ball bearing. This allows for automatic alignment of the post
and centroidal transmission of compressive forces.
During compression, the surface of the load carrying
post is parallel to the custom tray and maxillary arch.
Care is taken to ensure that the maxillary fixation tray
is applied without any unwanted tilt and so that the
vector of the applied force falls midway between the
posterior and anterior plates. This is accomplished
with the use of a bubble chamber level to apply the
tray to the skull. If necessary, small adjustments can
be made to the tilt of the load-carrying rod that connects to the fixation tray. This allows for reproducible
alignment of the Instron machine to the skull.
Before testing in compression, the apparatus is positioned to ensure the hard palate is centered over the
testing machine piston. The bolts that go through the
halo are adjusted so that the hard palate is perpendicular to the direction of motion of the cross arm of the
testing machine. An adaptor connects the bottom
plate of the frame to the threads of the testing machine.
A universal testing apparatus is used to transmit the
load to the skull. This machine has the capability of
controlling the rate of application and accurately measuring the load applied and displacements of its crossarm. A DVRT is used to measure change in the gap
distance.

MOTION DETECTION
The crucial parameter to evaluate absolute rigidity
is the measurement of relative movement of the segments or collapse across the osteotomy. To detect
this motion, a DVRT (differential variable reluctance
transducer) and associated electronic equipment (Mi-
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crostrain, Inc, Burlington, VT), was used to measure
an analog output in millivolts that is then calibrated to
micrometers of displacement. This allowed for determination of gap distance change across the osteotomy
site. Accuracy with the DVRT is within 50.5 pm
according to calibration curves from the manufacturer. Placement of the gap gauge was standardized to
a specific locality bridging the osteotomy site (1 cm
distal to point S on the left side of the skull).
EXPERIMENTAL GROUPS AND SERIES
The static loads were selected to span the likely
range of maximum stresses experienced by the maxilla during masticatory fimction.lO-'3Each skull was
subjected to static compressive forces in incremental
gradients of 5 kiloponds (kp), starting at 5 kp up to a
maximum of 60 kp. (One kilopond is equivalent to
9.81 N or the unit of force exerted by 1 kg at sea
level.) These loads are placed at the predetermined
amount and set rate of application. Recordings of 3
measurements were made per load per strain gauge
per specimen. Between each load, a measurement
was taken at zero load to re-zero the gauges. The
amounts reported are the average of these 3 readings.
Recordings of strain data are taken at initial application of the compressive force and then re-recorded 2 minutes later to allow viscoelastic effects
to subside. The mean and standard deviation were
determined for each strain gauge position (total of
6 strain gauges).
These force applications, although a first-order approximation, should not be considered an exact duplication of masticatory function. We used static loads
that allowed time for a quasi-steady state measurement. Actual mastication is a dynamic process with
complex constantly changing loading. Our method of
applying the force also did not replicate the moment
arm of the mandible with its complex muscular attachments. This study was an examination of strain
patterns under a uniform loading situation that could
serve as a basis for understanding more complex
loading. The 5 kp to 60 kp force applications were
chosen to cover the full range of average plus standard deviation of forces measured by other researchers on control, preoperative, postoperative, male, and
female patients.ll-I3 Harada et al,l3 using a pressuresensitive sheet, measured average and standard deviation bite forces of 6.2 2 4.2 kp at 2 weeks postoperatively and 36.0
26.2 kp at 6-month follow-up.
Throckmorton and Ellisl1 and Ellis et all2 measured
the bite forces on individual teeth and found average values on the incisors as low as 5.6 kp and as
high as 40.4 kp on molars with a standard deviation
of 13.2 kp.12

+

SURGICAL PLATING TECHNIQUE
Once the initial intact skull data are collected, a
standard Le Fort I osteotomy is created. The Le Fort I
osteotomy is then rigidly fixated with the Walter
Lorenz Surgical, Inc (Jacksonville, FL) Ultra-Micro osteosynthesis system. Surgical grade 11, commercially
pure titanium, 4-hole "L" plates (Walter Lorenz Surgical, Inc, No. 0 1-7078/01-7079) with self-tapping hex
head 1.5- X 5-mm screws (Walter Lorenz Surgical,
Inc, No. 01-7005) were used from that line. As is done
in surgical practice, the plates are bent to conform to
the contours of the individual cadaver skull. Holes
were bored with a 1.0- X 50-mm, 5-mm stop drill bit
(Walter Lorenz Surgical, Inc, No. 01-7142). Additionally, the DVRT is placed at this time in the previously
stated standard position. Four plates maintain a gap of
approximately 2 mm across the osteotomy site with
no bony contact.
Each maxillary osteotomy is rigidly fixated with 4
new plates and 16 screws. Changes across the osteotomy provide information regarding force capacity and
resistance of the currently used plating system. The
permanent gap changes secondary to the applied
static load are recorded using the DVRT device.
PLATE DEFORMATION ANALYSIS
To investigate the permanent changes in the gap
measurements, analytical calculations were performed to examine the predicted theoretical deformation resulting from axial loads, elastic and inelastic
buckling, and lateral loading of the plates. Small deformation strength of material theory was used to
analyze the plate undergoing axial deformation, elastic buckling, inelastic buckling, and bending of a
beam fixed at one end. These analyses are not intended to fully describe the mechanics of our cadaver
model with craniofacial plates but rather to explore
the possible mechanisms that may be responsible for
the permanent deformation that occurs in the plates.
AXIAL DEFORMATION
The plate was modeled as a column subjected to an
axial load. Its deformation is described by the following equation
a = -PL
AE
where 6 is the amount of axial deformation, P is the
load applied, L is the original length of the column, A
is the cross-sectional area of the column, and E is the
Young's modulus. The material is assumed to be isotropic and linearly elastic.
For the Lorenz plates used in this experiment, the
cross-sectional area would be 0.6 mm X 1.22 mm or
0.732 X lop6 m2. The length would be distance
between the 2 center screws, 7 mm or 0.007 m. The
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Young's modulus of commercially pure titanium is
110.3 GPa (1 10.3 X lo9 ~ / m ' ) in compression.14For
the load applied, we will assume that the highest load
we applied in the experiment, 60 kp, is distributed
evenly among the 4 plates. Thus each plate receives a
load of 15 kp or 147.15 N. This gives us an axial
deformation of 1.28 X lop5 m or 12.8 pm.

ELASTIC BUCKLING
The standard equation used to determine the load
that is required to cause elastic buckling in a column
was developed by Euler in 1744

where P,, is the critical load required to cause buckling. We modeled the plates as a column of 7 mm,
rigidly fastened at both ends. The constant k is determined by how the ends of the column are constrained. It is 0.5 in a column with rigidly fixed ends
and 1.0 in a column with pinned ends that are allowed to swivel about their fixation points. E is the
Young's modulus that we will take as the average of
the Young's modulus of commercially pure titanium
in compression (110.3 GPa) and in tension (106.9
GPa) or 108.6 GPa. I is the moment of inertia about
the wide axis (I = 1/12 X 0.00122 m X (0.0006
m4).
m13 = 2.196 X

FIGURE 3. DVRT data from 3 osteotomized skulls showing the
changes in the gap distance with increasing load for skull 3, skull 4,
and skull 5.

For a 15-kp load at lo0, the component in the
transverse direction is 2.60 kp or 25.6 N in the transverse direction. The amount a cantilever beam would
deflect from a load applied at the free end is given by
the equation

where
, , a is the deflection at the free end, P is the
transverse component of the load (25.6 N).

Results

INELASTIC BUCKLING
The Johnson formula for the critical load for inelastic buckling can be used when the slenderness ratio
kl
r
(where r is the radius of gyration of the cross section
of the column defined as @) is less than
-

f?

where a, is the yield stress (88.3 MPa for grade 2 cp
titanium). Our plates then meet the slenderness criteria of the Johnson's formula. The Johnson formula
predicts the critical load to be

[

P,, = A ay- ("L)z']
2rrr BE

BENDING OF A BEAM FIXED AT ONE END
The plates are all loaded in the maxilla at an angle,
and they are affixed to the maxilla with 4 screws.
Their manner of fixations means that they can be
subject to loads that are not aligned along the long
axis of the plates and to bending moments. Also, the
bone they are attached to has a much lower modulus
of elasticity than the cp titanium used to make the
plates. This means that the bone will have some
freedom of motion to allow the plates to bend.

DVRT RESULTS
The results of the DVRT data from the 3 osteotomized skulls show 2 regions of interest. A low-load
response occurring in the 0- to 15-kp range and a
high-load response occurring in the 15-to 60-kp range
(Fig 3). In 2 of the skulls (4 and 5), the low-load
response was a shallow downward curve. In skull 3,
the gap increased transiently when small loads were
applied. In the high-load region, there is a steeper and
fairly progressive linear downward slope that is approximately the same order of magnitude for all 3
skulls. The retained a permanent deformation from
143 to 302 pm.

PLATE DEFORMATION ANALYSIS
For strictly axial forces, calculations show that under an axial compressive load of 60 kp distributed
equally among 4 plates (15 kp per plate), each of
these plates would be expected to deform 12.8 pm.
The Johnson buckling theory predicts that inelastic
buckling will occur in these plates before elastic
buckling due to their low slenderness ratios and that
inelastic buckling can occur anywhere from 16.2 to
29.3 kp depending on the boundary conditions assumed for the rigidity of the fixation of the column.
For the bending analysis, with a 15-kpload applied at
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SKULL 5
min +t
max t+
20kp

A'

B'

C'

D'

FIGURE 4. Graphic representation of strain vector magnitude
and orientation of maximum and
minimum principal strains at 20,
4 0 , and 6 0 kp ( 1 9 6 , 392, and
5 8 9 N) for skull 5 for the intact
configuration.

the free end at an angle of 10" from the long axis of
the beam, theory predicts a maximum deflection of
1,225 pm.
PRINCIPAL STRAINS

For every load placed on each rosette gauge, maximum and minimum principal strains and their orientation were calculated. As a single case example, the
vector magnitude and orientation of these strains at
20,40, and 60 kp for skull 5 are graphically illustrated
in Figure 4 for the intact case. Positive values indicate
tensile strain and negative values compressive strain.
For each skull, it was noted that the orientation of the
principal strains on the left side mirrored those on the
right side. There was sometimes considerable difference in magnitude between the left and the right
sides.
The average maximum and minimum principal
strain values and standard deviations in units of microstrain are presented in Table l for the intact skulls
and Table 2 for the osteotomy skulls. Strain is a dimensionless quantity defined as the change in length
divided by the initial length. One microstrain is a
deformation of 0.000001 of the original length or, to
put it in units, 1-pm deformation per meter original
length. Positive values represent tensile strains and
negative values indicate compressive strain. The load
values shown are the average forces in kiloponds
displayed by the force transducer during the reading
of the strain gauges.

To better display how the maximum and minimum
principal strains and their orientation changed with
the load, the maximum principal strain versus load is
plotted in Figure 5 for the intact and osteotomy cases,
respectively, the minimum principal strain versus
load in Figure 6 for the intact and osteotomy cases,
respectively, and Figure 7 for the orientation of the
maximum principal strains for the intact and osteotomy cases, respectively. The reader may have a better
image of what these numbers physically mean at
points A', B', C' and D' if we present a graphic
representation of the principal strain vectors at 20,
40, and 60 kp for the intact situation in Figure 8 and
for the osteotomy case in Figure 9.

Discussion
DVRT RESULTS

The low-load response is probably due to a shifting
and settling of position among the plates, the screws,
and the bone. Permanent bending of the plates may
account for the high-load response. This theory is
supported in that a predominately axial load applied
to the plates at the site of the screws can cause a
significant amount of bending if the load is applied at
a small angle to the long axis of the plate.
The transitory increase in the gap that occurred in
skull three may have been due to a bridging effect
from the plates combined with some load alignment
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Table 1. AVERAGE AND STANDARD DEVIATIONS OF MAXIMUM AND MINIMUM PRINCIPAL STRAINS WITH
AVERAGE ANGLE ORIENTATION AT POINTS A, B, C, AND D FOR INTACT SKULLS

Average load

SD
Point A (n = 5)
Max

SD
Min

SD
Angle
Point B (n = 3 )
Max

SD
Min

SD
Angle
Point C (n = 8)
Max

SD
Min

SD
Angle
Point D (n = 4 )
Max

SD
Min

SD
Angle
NOTE. Strains are expressed in microstrain and average load in kiloponds. The angle orientation is the angle the maximum principal strain
deviates from the vertical.

errors that occurred in that early sample. The phenomenon has not reoccurred in any subsequent skull,
including a later fresh cadaver skull not reported here.
PLATE DEFORMATION ANALYSIS
In all 3 skulls, a permanent change in the gap
distance was noted. This change occurred after placement of a 10-kp load in all the skulls tested. The
possible causes that account for the permanent gap
changes include 1) bending of the plate, 2) elastic or
inelastic buckling of the plate, 3) axial deformation of
the plates, 4) movement at the bone-screw interface,
and 5) movement at the plate-screw interface. Initial
shifting of the bone plate, screw, and osseous interface likely accounts for the low-load change below 10
kp. Our theoretical analysis rules out elastic buckling
and axial deformation as a principal cause of the
permanent change in the gap. For strictly axial forces,
calculations show that axial elastic deformation
would account for 12.8 pm of deformation total for
the 4 plates and only 9% of the lowest permanent gap
deformation value. The possibility of elastic buckling
was ruled out because standard elastic deformation
theory required a load of 20.5 to 33.5 kp per plate,
much more than was achieved in this study. Lateral
bending of the plate due to likely off-axis loading can
account for the entire permanent gap.

Although we believe that inelastic buckling is remotely possible, we believe that it is unlikely because
1) in general the range of predicted critical loads is
greater than what we believe a single plate experiences and 2) a sudden buckling type of failure has
been observed in only 1 plate in 1 skull. The ASTM
standards for grade I1 cp titanium require that it have
a yield strength between 275 and 450 MPa.14Depending on the boundary conditions assumed for the rigidity of the fixation of the column, the effective column
length, and the precise yield point of the titanium, the
Johnson formula predicts that an inelastic type of
buckling can occur anywhere from 16.2 to 29.3 kp.
Thus, if the plates are unevenly loaded and if the
material in a particular plate has a particularly low
yield strength, inelastic buckling may have occurred.
However, the only skull that experienced a catastrophic failure of the plates was skull 5, where a
plate bent or buckled suddenly at a load of 47 kp (an
average of only 11.8 kp per plate).
PRINCIPAL STRAINS
The skulls plated after the Le Fort I osteotomy
displayed a strain pattern greatly perturbed from the
intact pattern. In general, the average maximum and
minimum principal strains were less linear over the
range of loads applied and the standard deviations

86
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Table 2. AVERAGE AND STANDARD DEVIATIONS OF MAXIMUM AND MINIMUM PRINCIPAL STRAINS WITH
AVERAGE ANGLE ORIENTATION AT POINTS A, B, C, AND D FOR SKULLS AFTER OSTEOTOMY AND PLATING

Average load
SD
Point A (n = 3 )
Max
SD
Min
SD
Angle

Point B (n = 3 )
Max
SD
Min
SD
Angle

Point C (n = 6 )
Max
SD
Min
SD
Angle

Point D (n = 2 )
Max
SD
Min
SD
Angle
NOTE. Strains are expressed in microstrain and average load in kiloponds. The angle orientation is the angle the maximum principal strain
deviates from the vertical.

were much greater. In the osteotomy skulls the maximum principal strains at points A and D were decreased compared with the intact skull, whereas the
maximum principal strains at points B and C were
increased.
Large standard deviations, as found in the strain
measurements in this study, must be expected in
samples taken from human donors. Standard deviations as large as 60% of the mean are frequently
encountered in data gathered from human subjects,

such as the previously mentioned bite force data.ll-'3
While we were provided information about the age,
gender, and cause of death of the donors, we were
unable to obtain information about chronic conditions or the general mass and bone density of the
entire skeleton. Coming "as is" from the general donor population, these heads were not and could not
be standardized to a specific size, bone density, bone
thickness, anatomy, or elastic or viscoelastic proper-

FIGURE 5. Average maximum principal strains for 3 embalmed skulls
at points A, B, C, and D versus load for the intact case (solid lines)and
the osteotomy case (broken lines).

FIGURE 6. Average minimum principal strains for three embalmed
skulls at points A, B, C, and D versus load for the intact case (solid
lines) and the osteotomy case (broken lines).
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EMBALMED SKULLS
Average Principal Strains
After Osteotomy
min.
max

P---rt

FIGURE 7. Average orientation of the maximum princi al strains for
3 embalmed skulls at points A, B, C, and D versus oacffor the intact
case (solid lines) and the osteotomy case (broken lines).

ties. All of these variables contribute to the variance
found in this study.
A significant reduction of variance can be achieved
by using a synthetic model of the skull. However,
such a model would be severely challenged to adequately model the geometry, modulus, and viscoelasticity of the human skull. A standardized synthetic
model would have to be validated by a biologic model
such as this one.

EMBALMED SKULLS
Average Principal Strains
Intact Skulls
min.
max

P
-

+

FIGURE 8. Graphic representation of average strain vector magnitude and orientation of maximum and minimum principal strains at 20,
40, and 60 kp for 3 skulls for the intact configuration.

FIGURE 9. Graphic representation of average strain vector magnitude and orientation of maximum and minimum principal strains at 20,
40, and 60 kp for 3 skulls for the osteotomy configuration.

One of the limitations of this initial model is the
static rather than dynamic nature of the load. Rate of
application would likely have a s i g d c a n t effect on
changes, as well as strain patterns. Other components
of force, such as shear, that would occur with normal
excursive movements are not fully accounted by this
model. To alleviate some of these problems, a more
sophisticated material testing machine with hydraulic
controls and real-time computer-recorded strain data
could be used for greater flexibility and control. Collection of "real-time" data would allow for the examination of the viscoelastic (time dependent elasticity)
of the skull.
This model proves to be reliable in measuring strain
patterns in the human maxilla at predetermined sites.
This is supported by the linear relationship that exists
in both maximum and minimum principal strain patterns relative to increasing incremental compressive
load. These strain patterns appear to be consistent
with graduated loading forces. It should be noted that
although axial compressive loads were placed, substantial tensile forces existed. These tensile forces
caused an anterior and superior displacement of the
maxilla. The principal strain graphs also show that the
region of greatest resistance to compression lies just
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posterior to the zygoma and that point B (mid-maxilla)
is stress shielded by the piriform rim and zygomatic
buttress.
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